Abstract: An RP-HPLC analytical method for estimation of valdecoxib in human plasma was developed and validated. Protein precipitation and valdecoxib extraction from plasma (200 µL) was carried out by adding 800 µL perchloric acid (5%, v/v in water) containing nimesulide as the internal standard followed by vortex mixing and centrifugation. The supernatant (20 µL) was then injected onto an ODS C 18 (25 cm×4.6 mm) column from Shimadzu. The mobile phase comprised of acetonitrile and water (35: 65) with a total run time of 12 min and the wavelength of the detector was set at 244 nm. The extraction recovery of valdecoxib from plasma was >95% and the calibration curve was linear (r 2 = 0.999) over valdecoxib concentrations ranging from 20 to 1400 µg/mL (n = 10). The method had an accuracy of >92% and LOD and LLOQ of 3.58 µg/mL and 13.45 µg/mL respectively. The method reported is simple, reliable, precise, accurate and has the capability of being used for determination of Valdecoxib in clinical settings.
Introduction
Valdecoxib is chemically designated as 4-(5-methyl-3-phenyl-4-isoxazolyl) benzenesulfonamide and is a diaryl substituted isoxazole 1,2 ( Figure 1) , with the trade name Vx2 (Novartis) has a molecular weight of 314.36. It is commonly used as a non-steroidal anti-inflammatory drug (NSAID) that exhibits anti-inflammatory, analgesic and antipyretic properties indicated for oral administration, for the treatment of osteoarthritis and Rheumatoid arthritis 3 . Even chronic administration of valdecoxib to patients for the treatment of osteoarthritis and rheumatoid arthritis like disease would not increase the risk from cardiac arrhythmia associated with QT prolongation 4 . Valdecoxib is official only in the martindale extra pharmacopoeia. It acts by inhibiting prostaglandin synthesis primarily by blocking cyclo-oxygenase-2 (cox-2) 5 . At therapeutic plasma concentration, valdecoxib does not inhibit cyclo-oxygenase -1 (cox-1) 6 . Valdecoxib binds to the cox-2 enzyme and there by prevents its activity in response to stimulation from cytokines. This blockade inhibits series of reaction leading to pain. Valdecoxib may inhibit the cox-2 enzyme in three stages. In the first stage the inhibitor interacts at the enzyme surface near the membrane binding region. This site is an entrance to hydrophobic channel leading to the cox-active site. The inhibitor is transported from the membrane to the cox-active site in the second stage. The third stage may be strong interaction between the phenyl sulfonamide group of valdecoxib and protein residues of the cox-2 enzymes. Chemical structure of valdecoxib Several HPLC-UV methods have been reported for valdecoxib estimation in biological samples like human urine 7 , plasma 8, 9 . Valdecoxib has analytical methods for bioequivalence studies 10 , metabolite determination [11] [12] [13] and estimation of formulation 14 , HPTLC method for simultaneous estimation in tablet dosage form 15 . The aim of the current study is to develop a simple, rapid and reliable method for estimation of valdecoxib in human plasma using RP-HPLC technique and to validate the method according to guidelines provided by the Food and Drug Administration (FDA) 16 .
Experimental
Valdecoxib (99.99% pure) and the internal standard (IS) (Nimesulide) were obtained from Exim-Pharm International, Santacruz (East), Mumbai (India). Perchloric acid (70%, v/v) was obtained from S. D. fine-CHEM Limited, Mumbai and HPLC grade acetonitrile was purchased from E. Merck (India)Limited, worli, Mumbai. Purified de-ionized water was prepared using Milli Q50 (Millipore, Bedford, MA) water purification system. For the preparation of in-house quality controls and calibration samples, human plasma containing Sodium citrate anticoagulant was procured from local pathological laboratory
Chromatographic conditions
The determination of valdecoxib was performed using an HPLC-UV analytical system, which consists of a binary gradient HPLC with Shimadzu LC10AT and LC10AT vp series HPLC pumps, with a 20 µL sample loop (manual) and a variable wavelength UV-visible detector set (SPD 10 A vp detector) at 244 nm. Peak areas were integrated using the Shimadzu CLASS-VP version 6.12 SP1 software. Chromatographic separation of valdecoxib and IS was achieved using hypersil ODS C-18 (250x4.6 mm, packed with 5 micron) column. Mobile phase was filtered and degassed by passing them through 0.45 µm Nylon filters (Millipore, Bedford, MA) under vacuum. Elution of valdecoxib and its IS from the chromatographic column was carried out using a fast gradient elution technique. The composition of mobile phase was acetonitrile: T. D. Water (35: 65) comprising a total run time of 12 minutes at a flow rate of 1ml/minute. The analysis was carried out at ambient temperature. The Detector wavelength was set at 244 nm. The column pressure was maintained at 210 kgf/cm 2 . For analysis, the peak area ratio of valdecoxib and the IS was used at different Valdecoxib concentrations under the current analytical condition. All calculations were performed using peak area ratios of the larger valdecoxib peak to the IS peak (peak area ratio) by the use of Microsoft Excel (MS Office, 2000).
Calibration and quality control standards
Stock solutions of valdecoxib (stock solution I: 15 mg/mL and stock solution II: 10 mg/mL) and internal standard (1 mg/mL) were prepared in acetonitrile. It was then stored at a freezer temperature (−20 o C) (RQFV-265, REMI, India) to avoid degradation of valdecoxib over the study period. A total of ten concentrations of valdecoxib including 20, 40, 60, 80, 100, 200, 400, 800, 1200 and 1400 µg/mL in drug free plasma were used as calibrators. Three inhouse quality control standards (QCs), containing Valdecoxib at low (30 µg/mL), medium (300/ mL) and high (1000 µg/mL) concentrations were also prepared in plasma and were used for assay validation. The stock solution I was used to prepare the highest calibrator (1400 µg/mL) and quality control sample (1000 µg/mL), while the remaining calibrators and quality control samples were prepared from stock solution II. Aliquots of the internal standard stock solution were diluted in 5% (v/v) perchloric acid to produce a working strength (20 µg/mL) internal standard solution. This was also used as precipitating reagent for plasma samples. Aliquots of the calibrators, quality control samples and reference standard solutions were stored at -20 o C until use. All calibrators or quality control samples were injected in triplicates.
Sample preparation
Frozen calibrators and quality control standards were thawed at 37 o C using a thermostatic shaking water bath (Remi water bath shaker, Mumbai, India). Aliquots of the plasma samples (200 µL) were added to 1.5 mL micro centrifuge tubes (Eppendorf, Germany). To all samples, 800 µL of 5% perchloric acid containing internal standard (10 µg/mL) was added. This was vortex mixed for 3 min and sonicated for 5 min in an ultrasonic water bath. The tubes were then centrifuged for 10 min in a micro centrifuge unit (High speed Remi refrigerated Centrifuge, India). The resulting supernatant was decanted and 25 µL of this supernatant was injected onto the analytical column, previously equilibrated with acetonitrile and water at ratio of 35: 65 (v/v).
Assay validation
All validation steps were conducted following FDA guidelines 16 . To evaluate specificity, blank samples of plasma containing no valdecoxib or IS were analyzed to check for the presence of interfering peaks at the elution time of valdecoxib and IS. Furthermore, to avoid possible chromatographic interference by other drugs no medications were allowed to the health volunteers for two weeks prior to the study. The sensitivity of the analytical technique was expressed as the lower limit of quantification (LLOQ) which is the minimum plasma concentration of valdecoxib that can be quantitatively determined with peak height to base line ratio of at least 10:1 and the limit of detection (LOD) as peak height to base line ratio of 3:1. The analytical recovery of valdecoxib was assessed by comparing the peak area ratio of QCs with the peak area ratio (analyte peak area/IS peak area) of the reference standards prepared in methanol. The closeness of mean test results obtained by the method to the actual concentration of the analyte and the degree of agreement among the individual results for multiple analytical runs of the same sample was taken as the accuracy and precision, respectively. To evaluate stability, aliquots of QCs were subjected to three cycles of freeze and thaw (freezing for 24 h at −20 o C and thawing unassisted at room temperature). For short-term stability test, the aliquots of the QCs were thawed at room temperature and kept at this temperature for 8 h (the duration of analysis for a typical batch) before analysis.
Patient samples
The protocol was approved by institutional ethical committee and written informed consent was obtained from each patient. After approximately 12 h of fasting (overnight), valdecoxib 20 mg (Vx2, Novartis) were administered to all the volunteers with 100 mL of water. Food and drinks were not permitted for 3 h after drug administration. After 3 h a standard breakfast was given to the volunteers. The subjects were maintained in a sitting position for the first 3 h after drug administration and were confined to the laboratory during the study days.
The subjects were divided into two groups at random and the study was conducted in a crossover design allowing washout period of seven days between each treatment. On the study day, a cannula was inserted into the antecubital vein of each arm, and a baseline blood sample was drawn.
Blood samples for valdecoxib analysis were drawn from the antecubital vein of the arm in 2 mL blood before valdecoxib dose and at approximately 0.5, 1, 2, 2.5, 3, 4, 8, 12, 24, 30 and 36 h post dose. The blood samples were centrifuged for 25 minutes at 2500 rpm and room temperature; plasma was separated and stored under frozen condition (-20 o C) until analysis.
Results and Discussion
A typical blank plasma chromatogram is shown in Figure 2 (a) and Figure 2 (b) illustrates chromatogram of valdecoxib and IS in extracted plasma sample from a representative patient sample. Valdecoxib was eluted at 11.250, whereas the IS eluted at 8.783 min and no interfering peaks were observed at the time of valdecoxib peaks or the IS. The specificity of the method was tested by analyzing plasma samples before the administration of valdecoxib dose. Valdecoxib LOD and LLOQ were found to be 3.58 and13.45µ g/mL, respectively. The assay was linear over valdecoxib concentration range of 20-1400 µ g/mL with an average correlation coefficient (r 2 ) of 0.99 (n = 10). The accuracy of the estimated valdecoxib concentration was more than 92% at three QC concentrations ( Table 1 ). The precision expressed as inter-day coefficient of variation (CV%) ranged from 0.92% to 2.15% (Table 1 ) and the intra-day CV% ranged from 0.35% to 2.7%.
The liquid-liquid extraction method for extraction of valdecoxib from plasma samples had an average recovery ranging from 99.64±0.04% to 100.04±0.047% for low to high QC standards. The recovery was reproducible over six replications performed over 6 different days. The data represent the mean of the assay accuracy and precision values obtained for eight sets of standard curve and QC samples. QC: quality control samples. The concentration of valdecoxib in freeze-thaw and short term stability evaluation were not significantly different from the fresh calibrators. The accuracy for the QC samples ranged from 94% to 101% and 97% to 101% after the freeze-thaw stability and short-term stability testing, respectively.
( Figure 3 ) depicts valdecoxib concentration versus time profile from three representative recipients. The mean±S.D. of all concentrations measured between 0.5 and 36 h post administration of valdecoxib was 190.8±26.62 µg/mL (concentration range: 29-409 µg/mL). The maximum concentration (C max ) measured at 3 h after dose was 347.7±57.74 µg/mL ranging from 294.3 to 409.0 µg/mL ( Table 2 ). The minimum concentration (C min ) measured at 36 h post dose was 44.87±16.76 µg/mL (range: 29-62.41 µg/mL). Considering no commercial methods are currently available for the estimation of Valdecoxib in biological fluids, a rapid, precise and specific method for determination of Valdecoxib in human plasma is required. In the current study, we report a simple, rapid and reliable RP-HPLC analytical method for the estimation of valdecoxib using a commercially available internal standard. The method comprises of a simple protein precipitation step using perchloric acid followed by the injection of the supernatant onto the analytical column. The extraction process was efficient as the recoveries of both valdecoxib and the IS were more than 99%. Using a fast gradient elution technique, both valdecoxib and IS were eluted from the column with minimum interfering peaks. In the current study the LLOQ was found to be 13.45 µg/mL with a peak height to baseline noise ratio of 10:1. In addition in our own clinical study, the lowest observed concentration of valdecoxib at 36 h after the dose was approximately 29 µg/mL that is well within the dynamic concentration range of our HPLC method. The robustness of the method makes it easy for an operator to learn the technique quickly and to generate reproducible results. The method indeed is very economical.
In conclusion a simple, robust, precise and reproducible method is developed for determination of valdecoxib in human plasma using a commercially available internal standard. The method was then validated according to the FDA guidelines set forth for the bioanalytical method validation for human studies 16 .
Conclusion
The proposed methods were found to be simple, precise, accurate and rapid for determination of valdecoxib from pure and its dosage forms. The mobile phase is simple to prepare and economical. The sample recoveries in all formulations were in good agreement with their respective label claims and they suggested non -interference of formulation excipients in the estimation. Hence, thus can be easily and conveniently adopted for routine analysis of valdecoxib in pure form and its dosage forms and can also be used for dissolution or similar studies.
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